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National Type Evaluation Program

Certificate of Conformance
for Weighing and Measuring Devices

For:

Jeweler's Balance
Grain Test Scale
Digital Electronic
Model: L Series

n: 42,400

Capacity: 424 g
Platform: 5" diameter

Submitted by:

Sartorius Corporation
140Wilbur Place
Bohemia, NY 11716
Tele: (516) 563-5120
Contact: Bernd Ludewig

Accuracy Class: Il

Standard Features and Options

The specific models in this series, their capacities, scale divisions, and verification scale
divisions are listed on page 2.

Semi-automatic zero
Automatic zero-setting mechanism
Weight units of:
grams, kilograms, carats, pounds, ounces, troy ounces, pennyweight

Temperature Range: 10 to 3G (50 to 86°F)

This device was evaluated under the National Type Evaluation Program (NTEP) andimésofcomply with the applicable technical
requirements of Handbook 44, "Specifications, Tolerances, and Other Technical Requirements for Weighing and Measuring D
Evaluation results and device characteristics necessary for inspection and use in commerce are on the following pages.

Original signed by Chief, Office of Weights and Measures
Issue Date: September 9, 1988
Note: The National Institute of Standards and Technology does not "approve"”, "recommend”, or "endorse" any proprietary pi
or material, either as a single item or as a class or group. Results shall not be used in advertising or sales prodicztereplicit
or implicit endorsement of the product or material by the Institute. (See NTEP Policy and Procedures).
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Sartorius Corporation
Digital Jeweler's Balance
Grain Test Scale
Model: L Series

Apgication The scale mabe used as eithefjeweler's balance or ageain test scale. The scaleyrize
used as generalpurpose scale. The models L 420S-*U2, L 220S-*U2, and L 220S-XU2hma
used as @rain test scale of thprecision catgory of scales for USDA Federal Grain pestion
Service (FGIS)ggications. The remaingbalances mabe used agrain test scales of the moistur
category of scales for USDA FGISpglications.

Identification The identification bagk is located on thegtit side of the scale.

Sealimg: A pressure sensitive secyrigeal mg beplaced over the gacoverirg the holeproviding access
to the pan adustmenfrogram. The cpis located on theght front of the scale.

Available Models

Model Capacity (q) e(@) d(@
L 420S-*U2 424 0.01 0.001
L 220S-*U2 222 0.01 0.001
L 220S-XU2 222 0.01 0.001
L 2200S-*U2 2220 0.1 0.01
L 2200S-XU2 2220 0.1 0.01
L 310-*U2 310 0.1 0.01
L 310-XU2 310 0.1 0.01
L 610-*U2 610 0.1 0.01
L 610-XU2 610 0.1 0.01

The "X" denotes the version withggsion protection.

Test Conditions The Models L 420S-*U2 and L 2200S-*U2 were tested. Both scales were tested
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tenperature rage of 10 to 30°C. The emphasis of the evaluation was on the device degign,

operation, and compliance with the influence factors requirements. Time dependencq
temperature effect on zero tests, and voltage variation tests were performed. The range of {
matic zero-setting mechanism may be up to 0.3 e (3d) since e = 10d. A laboratory permang
was conducted on the Mode#20S. A load of approximately one-half scale capacity was applig
the scale over 100,000 times. The scale was tested periodically during this time. The resul
evaluation indicate that the device complies with the applicable requirements of NBS Handbg

Type Evaluation Criteria UsedNBS Handbook 441988 Edtion
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